[The research on multi-layer flexible microelectrode arrays of epiretinal prosthesis].
This paper proposed a new design on multi-layer flexible microelectrode arrays (MEA) of epiretinal prosthesis, as well as a set of automatic testing system to evaluate and analyze the MEA. Experiment results showed that the MEA was satisfying on both flexibility and impedance and the multi-layer design didn't introduce significant differences.